In the last decade spatially nonselective arterial spin labeling (SNS-ASL) methods such as velocity-selective ASL (VS-ASL) and acceleration-selective ASL have been introduced, which label spins based on their flow velocity or acceleration rather than spatial localization. Since labeling also occurs within the imaging plane, these methods suffer less from transit delay effects than traditional ASL methods. However, there is a need for validation of these techniques. In this study, a comparison was made between these SNS-ASL techniques with [ 15 O]H 2 O positron emission tomography (PET), which is regarded as gold standard to measure quantitatively cerebral blood flow (CBF) in humans. In addition, the question of whether these techniques suffered from sensitivity to arterial cerebral blood volume (aCBV), as opposed to producing pure CBF contrast, was investigated. The results show high voxelwise intracranial correlation (0.72 to 0.89) between the spatial distribution of the perfusion signal from the SNS-ASL methods and the PET CBF maps. A similar gray matter (GM) CBF was measured by dual VS-ASL compared with PET (46.7 ± 4.1 versus 47.1 ± 6.5 mL/100 g/min, respectively). Finally, only minor contribution of aCBV patterns in GM to all SNS-ASL methods was found compared with pseudo-continuous ASL. In conclusion, VS-ASL provides a similar quantitative CBF, and all SNS-ASL methods provide qualitatively similar CBF maps as [ 15 O]H 2 O PET.
INTRODUCTION
Arterial spin labeling (ASL) is a magnetic resonance (MR) technique that uses arterial blood as an endogenous tracer for noninvasive and quantitative local tissue perfusion measurements. 1 Conventional ASL methods label blood magnetically by inversion or saturation in a slab proximal to the imaging region. Subsequently, the label image is acquired after a postlabeling delay (PLD), which is chosen approximately equal to the longitudinal relaxation time of blood (T 1 ) for cerebral perfusion imaging. The PLD represents a compromise between loss of label because of T 1 decay and transport time for labeled blood to reach the microvascular bed. 2 A so-called control image is obtained by repeating the sequence without labeling blood. By subtracting the label image from the control image, contributions from static tissue will be removed. Therefore, solely magnetization of inflowing tagged spins will be measured, resulting in a perfusion-weighted image. To gain sufficient signal-to-noise ratio (SNR) multiple interleaved repetitions of both label and control sequences are performed.
Currently, pseudo-continuous ASL (pCASL) is considered to be the most reliable and robust ASL technique. 3 However, when arrival of the labeled blood in the tissue is delayed-for example, because of pathophysiological conditions-a longer PLD is required, leading to more relaxation of the label and thereby lower SNR. However, when the PLD is chosen too short, a severe underestimation of the cerebral blood flow (CBF) will occur. Selecting a proper PLD for accurate CBF values in clinical pathologies represents a delicate balance and would frequently lead to a need for too many signal averages to be clinically practical.
Recently, a new family of ASL techniques has been introduced. These spatially nonselective ASL (SNS-ASL) methods label spins based on their flow velocity (velocity-selective ASL, VS-ASL) or acceleration (acceleration-selective ASL, AccASL) rather than spatial localization. [4] [5] [6] [7] As the label is generated globally, i.e., also within the imaging plane, it is labeled much closer to the capillaries. Therefore, the time to reach the tissue, the so-called transit delay, is smaller and more uniform and consequently these SNS-ASL techniques have the potential to be used even under slow and collateral flow conditions. 8, 9 Although all these SNS-ASL methods are regarded to reflect perfusion information, one of them is thought to be purely CBF weighted (dual VS-ASL), while the others are thought to be weighted to mixed haemodynamic parameters, both CBF and CBV (single VS-ASL and AccASL).
Clearly, there is a need for validation of this new family of ASL techniques. Dual VS-ASL has already been compared with traditional ASL techniques, 6, 10 and xenon computed tomography (CT), 8 but single VS-ASL and AccASL have only been compared with pCASL. 7 None of these SNS-ASL techniques have, however, been compared with the gold standard for quantifying CBF in humans: [ 15 O]H 2 O positron emission tomography (PET). 11 Besides providing parametric CBF images, [ 15 O]H 2 O PET can also be used to generate arterial cerebral blood volume (aCBV) images.
Therefore, the primary aim of this study was to compare dual VS-ASL with [ 15 O]H 2 O PET-derived CBF in a quantitative way. As secondary aim, the qualitative correspondence of dual VS-ASL as well as of single VS-ASL and AccASL with PET was studied. Finally, it will be investigated whether these SNS-ASL methods have a stronger correlation to aCBV signal distribution compared with the traditional ASL method, again using [ 15 O]H 2 O PET as a standard.
MATERIALS AND METHODS

Subjects and Study Protocol
This study was performed in compliance with regulations of the local institutional review boards of the participating centers and federal authorities according to the Declaration of Helsinki 'Ethical Principles for Medical Research Involving Human Subjects' and in accordance with the guidelines for Good Clinical Practice (CPMP/ICH/135/95) and written informed consent was obtained from each participant before inclusion. This study was part of another study, where the accuracy and precision of pCASL measurements were compared head-to-head with [ 15 O]H 2 O PET, by means of a test-retest paradigm as described by Heijtel et al. 12 In addition to the previously described results, we studied three different SNS-ASL scans in the current study, which were performed during the second visit. Only the healthy subjects who completed all required scans (three SNS-ASL scans, a pCASL scan, a pCASL scan with vascular crushing as well as the [ 15 O]H 2 O PET scan) were included in the present study (n = 13, 7 male and 6 female; age 20 to 24 years).
All MR scans were performed on a Philips 3T Intera system (Philips Healthcare, Best, the Netherlands) using an eight-channel sensitivity encoding (SENSE) head coil at the Academic Medical Center in Amsterdam. All PET examinations were performed on a Philips Gemini TF-64 PET/CT system (Philips Healthcare, Cleveland, TN, USA) at the VU University Medical Center in Amsterdam. The PET and MR scans were performed in a random order with a maximum of 7 days between both sessions.
Three types of SNS-ASL approaches were compared with [ 15 O]H 2 O PET and schematic pulse sequence diagrams of these ASL methods are shown in Figure 1A . The first type, which will be referred to as 'single VS-ASL', uses one velocity-selective labeling module and labels all spins that flow faster than a predefined cutoff velocity (V C ). This is irrespective of whether these spins are located in arterial or venous blood and therefore this sequence is thought to have some CBV weighting. The second type, which will be referred to as 'dual VS-ASL', is similar to single VS-ASL, except that a second velocity-selective labeling module is added just before imaging in both the label and control conditions. This suppresses all spins accelerating in the PLD between the labeling modules, which is assumed to be the venous component. 5 This is the only quantitative SNS-ASL method and is proposed to be predominantly CBF weighted. 6 In the literature, this technique is referred to as VS-ASL, but to provide more insight into the labeling process, single VS-ASL was also included into this study, thereby requiring a clear distinguished terminology. The most recently introduced and third type is AccASL, which contains only a single labeling module and labels all spins that accelerate or decelerate during the labeling module above a certain cutoff acceleration (Ac) (or deceleration). It has been suggested that the signal is of mixed haemodynamic origin; including both CBF and CBV weighting. The only difference between the velocity-sensitive and acceleration-sensitive labeling modules is the sign of the second and fourth gradients in the labeling module, as shown in Figure 1B , inducing an effective zero first-gradient moment, giving no velocity senitization, but acceleration senitization because of a second-gradient moment. 7, 13 pCASL, as used in the present study for reference purposes, was previously compared with [ 15 O]H 2 O PET showing good resemblance. 12, 14 Magnetic Resonance Imaging Acquisition Single VS-ASL, dual VS-ASL, and AccASL were acquired with interleaved label and control images. The labeling module parameters for VS-ASL, which determine the velocity sensitivity, were 22 mT/m for the amplitude of the gradients (G), 1 ms for the gradient duration (δ) and 30 ms for the time between the 90°radio frequency (RF) pulses (Δ), corresponding to a cutoff velocity (V C ) of 2 cm/s. The labeling module parameters for AccASL, which determine the acceleration sensitivity, were G = 30 mT/m, δ = 1 ms, and Δ = 30 ms, corresponding to a cutoff acceleration (Ac) of 2.3 m/s 2 . A schematic depiction of these labeling modules is shown in Figure 1B . Velocity and acceleration encodings were only applied along the slice encoding direction (approximately feet-head direction). During the postlabeling delay of 1,600 ms for all three techniques background suppression was applied using two adiabatic nonselective inversion pulses at 50 and 1,150 ms after labeling to increase the contrast-to-noise ratios. [15] [16] [17] The postacquisition delay, the time between the postacquisition nonselective saturation and subsequent labeling module, was set to 2,000 ms. An overview of all imaging parameters can be found in Table 1 .
Balanced pCASL was used as a reference representing spatially selective or 'conventional' ASL methods. 18 The labeling duration was 1,650 ms with a pulse duration of 0.5 ms, a 0.5 ms pause between the pulses, and an 18°fl ip angle combined with a 0.6 mT/m average gradient in the direction of the blood flow. Pseudo-continuous ASL scans were acquired with and without vascular crushing (V c = 5 cm/s) to study the effect of macrovascular crushing. For positioning of the pCASL labeling plane, a time-of-flight angiogram was acquired. The location of labeling slab was positioned such that it was perpendicular to the main brain-feeding arteries and intercepts with the v3 segment of the vertebral arteries. 19 For ASL quantification purposes, an inversion recovery sequence with equal readout properties as the ASL sequence was acquired with 10 different inversion times to estimate the longitudinal magnetization (M 0 ), followed by a T 1 -mapping sequence of the venous blood to estimate the longitudinal relaxation of arterial blood (T 1a ). 20 In addition, to estimate the pCASL labeling efficiency a phase-contrast MRI was performed immediately after the pCASL scans, using a slice positioned at the center of the pCASL labeling plane, to measure the blood flow velocity in the brainfeeding arteries.
For anatomic reference a whole brain T 1 -weighted magnetization prepared rapid acquisition gradient echo (MPRAGE) image was acquired with a 1-mm isotropic voxel size.
Magnetic Resonance Imaging Postprocessing
The Oxford Centre for Functional MRI of the Brain (FMRIB)'s Software Library (FSL, Oxford, UK) was used for realigning the unsubtracted ASL images 21, 22 and the time series were motion corrected with motion correction FMRIB's linear image registration tool (MCFLIRT, FSL, Oxford, UK) with a six-parameter rigid transformation. 23 Arterial spin labeling maps were obtained by pairwise subtracting the label from the control images and averaging over time. To enable a valid comparison of the temporal SNRs (tSNRs) between all different ASL methods, a fixed total ASL sequence duration of 5 minutes was chosen. To this end, 35 averages of the SNS-ASL scans and the first 38 averages of the pCASL scans were included in the calculation of the tSNR, using the mean and s.e.m.
Subsequently, CBF was calculated for dual VS-ASL according to the following equation: 10
where CBF is the flow in mL/100 g/min, ΔM the ASL signal intensity, PLD the postlabeling delay (1,600 ms for the first slice and increases with 35 ms for each after slice to correct for the ascending slice time delay), T 1a the longitudinal relaxation of arterial blood (as estimated by T 1 mapping of venous blood in the sagittal sinus 20 ) , T 2a * the T 2 * of arterial blood (50 ms 24 ), TE the echo time (14 ms), ρ the density of brain tissue (1.05 g/mL 25 ), M 0a the equilibrium magnetization of arterial blood as determined by a multiple time point inversion recovery scan (by fitting the M 0 of cerebrospinal fluid (CSF) and multiplying the calculated value with the blood-water partition coefficient (0.76 mL water/mL blood 25 )), α VS-ASL the labeling efficiency (0.84 6 ) derived from the duration of the labeling module (30 ms) and arterial T 2 (170 ms 26 ), and α BSup the decrease in labeling efficiency because of background suppression pulses (0.83 16 ). Cerebral blood flow was derived from the pCASL scans according to the following equation: 12
with t t being the tissue transit time (1,900 ms 27 ), T 1T the longitudinal relaxation of brain tissue (1,200 ms for gray matter (GM) 28 ), α pCASL the labeling efficiency derived from the phase-contrast MRI measurement (as simulated by Bloch equations based on the velocities in the labeled arteries 29, 30 ), PLD the postlabeling delay (1,525 ms for the first slice and increases with 35 ms for each after slice), and δ and τ the labeling duration (1,650 ms). For the vascular-crushed pCASL scans it was assumed that only the ASL signal in relatively large arteries with a blood velocity 45 cm/s was affected by crushing. 31 Therefore, quantification of these scans was performed using the same model as the noncrushed pCASL scans.
An in-plane 5-mm full width at half maximum Gaussian kernel was used to smooth all CBF images to obtain an image resolution comparable with that of [ 15 O]H 2 O PET images and to have a similar smoothing process.
Positron Emission Tomography Acquisition
Prior to scanning, all subjects received an indwelling radial artery cannula for blood sampling and a venous cannula in the opposite arm for administration of [ 15 O]H 2 O. Each subject was positioned with the head in the center of the field of view and immobilized with a foam mold to minimize motion. First, a 1-minute low-dose CT transmission scan was acquired to enable correction of the subsequent emission scan for photon attenuation and scatter. Next, a dynamic emission scan was performed in three-dimensional acquisition mode, starting at the time of administration frames with progressively increasing duration over a total scanning period of 10 minutes. The concentration in arterial blood was monitored continuously using an online blood sampler, 32 which was calibrated using three manual arterial blood samples, taken at 5.5, 8, and 10 minutes after injection.
Positron Emission Tomography Postprocessing
The [ 15 O]H 2 O PET data were reconstructed using the row-action maximumlikelihood algorithm brain reconstruction protocol as provided by the vendor (128 × 128 matrix, 2-mm isotropic voxel size), including all common corrections (random events, dead time, photon decay, attenuation, and scatter) required for quantification. Reconstructed images were smoothed with an isotropic 5-mm full width at half maximum Gaussian kernel, resulting in an image resolution of~6.5 mm isotropic full width at half maximum. A single tissue compartment model with arterial blood volume fraction correction was used for CBF quantification:
where C T is the tissue concentration of 15 Subsequently, parametric CBF and aCBV images were generated from the smoothed dynamic images using a basis function method implementation of the single tissue compartment model with corrections for dispersion, delay, and arterial blood volume. 33, 34 General Postprocessing
In FSL, the FMRIB's automated segmentation tool (FAST, FSL, Oxford, UK) was used to segment the anatomic T 1 -weighted scan of each subject into different tissue types (GM, white matter (WM), and CSF probability maps). All ASL and PET CBF maps were individually coregistered to the segmented GM probability map using FMRIB's linear image registration tool (FLIRT, FSL, Oxford, UK). A GM mask was generated using a threshold of 55% GM probability. A one-way analysis of variance was performed to compare the tSNRs for the different ASL techniques. To determine the tSNR in GM, both mean (μ) and s.e.m. (σ/√n) were calculated voxel by voxel over the pairwise subtracted ASL maps before averaging:
Since single VS-ASL and AccASL scans cannot be quantified, the comparison for these scans focussed only on the tSNR and the distribution of the signal. In Matlab (R2012b, The MathWorks, Natick, MA, USA), all scans were normalized by dividing each voxel by the average signal intensity in GM. The distribution agreement between the group-averaged normalized scans was visualized in a joint histogram: ASL versus [ 15 Abbreviations: AccASL, acceleration-selective arterial spin labeling; GM CBF, gray matter cerebral blood flow; pCASL, pseudo-continuous ASL; PET, positron emission tomography; tSNRs, temporal signal-to-noise ratios; VS-ASL, velocity-selective ASL.
values for dual VS-ASL, pCASL, and [ 15 O]H 2 O PET are shown in Table 2 , together with the GM tSNR of all ASL scans. Analysis of variance indicated a significant difference in tSNR at the Po0.05 level for the different ASL techniques (F(4, 60) = 37.65, P = 9.82 × 10 − 16 ). Post hoc comparisons using the Tukey honest significant difference (HDS) test indicated that the mean tSNR of all ASL techniques were significantly different from each other (Po0.05), except for the tSNR of AccASL and noncrushed pCASL (P = 0.80). The Bland-Altman plot (Figure 3 ) showed no bias between the mean GM CBF of dual VS-ASL and [ 15 O]H 2 O PET. On average the GM CBF of dual VS-ASL was only 0.4 mL/100 g/min smaller and the paired t-test did not show a significant difference. Furthermore, regression analysis showed no significant bias (P = 0.15). Moreover, the mean GM CBF value of dual VS-ASL was significantly lower than pCASL without vascular crushing (Po0.001). Compared with pCASL with vascular crushing no significant differences were found with the paired t-test. In Figure 4 the intracranial and GM-normalized group average of the ASL signal versus [ 15 with an average range between 0.72 and 0.91 when only including slices above the circle of Willis, between 0.62 and 0.85 for all the intracranial tissues and between 0.13 and 0.39 for the GM tissue only. The correlation coefficients with PET CBF for AccASL, both pCASL scans and to a lesser extent dual VS-ASL were comparable. Only single VS-ASL showed a lower correlation and larger s.d. In Table 3 10 with an additional correction factor to account for the two background suppression pulses and a labeling efficiency term, which was estimated by the echo time (TE) of the labeling module and the T 2 of arterial blood, i.e., exp(− TE lab /T 2a ). No significant difference was found between the GM CBF obtained using dual VS-ASL and [ 15 O]H 2 O PET, as shown in the Bland-Altman plot (Figure 3) . A limitation is that for pCASL and [ 15 O]H 2 O PET a two-compartment model was used, whereas for dual VS-ASL a single-compartment model was used to quantify the CBF. As stated in the ASL consensus paper, the single-compartment model is an oversimplification of the real situation. 3 Therefore, a more comprehensive model, expressed in equation 2, was used to compare the traditional quantitative ASL data to the gold standard. For dual VS-ASL no validated two-compartment model is available yet, because it is more difficult to estimate the transition moment from the arterial to the tissue compartment because of the large width of the bolus. Another limitation is that a constant, brain average blood-water partition coefficient was assumed in the ASL quantification, although it is known that this is a function of the hematocrit that may vary between subjects. Furthermore, the partition coefficient also varies throughout the brain, since the water content of the tissue is not constant for the different brain regions. 25 Since for [ 15 O]H 2 O PET a region-specific volume of distribution was calculated, GM-WM discrepancies might occur between both modalities. Nevertheless, the influence on the quantitative CBF comparison is hypothesized to be limited, since this was only performed in GM.
For single and dual VS-ASL hyperintensities were observed in the posterior flow territory and hypointensities in the anterior flow territory as shown in Figure 2 . We think this might be caused by differences in the large vasculature in these regions, like for example the main direction of the vessels is more consistent in the feet-head direction for the posterior than for the anterior circulation.
With VS-ASL it is possible to create label closer to the tissue than with pCASL and therefore it might be considered unnecessary that the PLD for VS-ASL was chosen (slightly) longer than for pCASL. Since the only perfusion signal that is detected in dual VS-ASL is from spins whose velocity was above the V C during labeling and below the V C during imaging, a certain time between the labeling modules is necessary to let the labeled spins progress through the vascular tree, thereby steadily decreasing their velocity. A too short PLD would therefore lead to too little signal and the PLD in VS-ASL shares, therefore, some resemblance to the labeling duration of pCASL and the Quantitative imaging of perfusion using a single subtraction (QUIPSS) time of a pulsed arterial spin labeling (PASL) experiment. Therefore, the PLD of VS-ASL was chosen similar to the labeling duration and PLD of the pCASL experiments. For comparison reasons, the PLD of single VS-ASL and AccASL were kept equal to the PLD of dual VS-ASL.
The use of a second labeling module in dual VS-ASL allows quantifications of CBF, but will eliminate part of the arterial signal as well and thus decrease the amount of detected signal. This will not influence the quantitative estimation of the CBF, since it is corrected for in the quantification equation, but it will decrease the tSNR. This decrease in tSNR adds to the already lower tSNR of SNS-ASL because of the use of saturation instead of inversion for labeling.
Although the pCASL data in this study were included for reference purposes only, it was noticed that the calculated mean GM CBF values in this subgroup of subjects was 9.8 ±4.4 mL/100 g/ min higher than reported by Heijtel et al. 12 The main reason for this difference was that some volunteers who were included in the current analysis, were not included in the previous reported analysis and vice versa. When preforming the analysis with only the subjects who were included in both studies (n = 10), the difference for the noncrushed pCASL CBF is then 5.1 mL/100 g/ min. The remaining difference can be explained by the slightly different approaches to create GM masks, such as registration to MNI instead of the use of a group-specific atlas and accompanying differences in thresholds.
The comparison of AccASL and single VS-ASL with [ 15 O]H 2 Oderived CBF solely focussed on the tSNR and the spatial distribution of the signal by normalized maps, joint histograms, and the calculated correlation coefficients, as these ASL techniques cannot be quantified. When both modalities would have had the same signal distribution, the joint histograms would have shown a straight line as evidence of good agreement. As both the ASL and [ 15 O]H 2 O PET data were normalized to the average signal intensity of the GM, the slope of the line has no specific meaning. In Figure 4 it can clearly be seen that the ASL methods showed a good intracranial correlation with PET CBF. White matter is represented in the left bottom corner, because the perfusion of WM is lower than that of GM. For [ 15 O]H 2 O PET a region-specific volume of distribution was calculated for the blood-water partition coefficient. However, the correlation coefficients were calculated using the ASL data without regional correction for the partition coefficient, which will induce GM-WM discrepancies between both modalities and might have led to lower correlation values. Some of the other discrepancies can be explained by the EPI readout, as can be seen in Figure 2 : it has been shown previously that the EPI readout is prone to signal loss in the prefrontal brain area. 36 Furthermore, the timing of background suppression pulses was rather aggressive, which could have led to some signal loss in the lowest slices.
Focussing at the correlation coefficients as presented in Table 3 , it is clear that compared with all other ASL techniques single VS-ASL showed the lowest correlation with [ 15 O]H 2 O-derived CBF. This weaker correlation could be explained by the presence of venous signal, of which the high signal intensity in the sagittal sinus is a good example, which is less obvious in AccASL and even absent in the other ASL sequences. Furthermore, it is known that single VS-ASL, and again to a lesser extent for AccASL, has higher signal in CSF regions, owing to the combination of a relatively high amount of diffusion and flow in CSF. The diffusion weighting of the labeling module is strong enough to cause diffusion-related attenuation in CSF and thereby contamination of the CBF maps. 6 To incorporate this contamination into our validation analysis, it was decided to compare signal distribution over the entire brain between ASL and PET (i.e., including ventricles and sagittal sinus). In addition, the signal distribution of only the GM tissue was analyzed separately. Single VS-ASL showed less signal than AccASL, which could be surprising since the labeling block of VS-ASL also exhibits a nonzero second moment, thereby also providing acceleration-sensitive labeling. One could speculate that the combined velocity-and acceleration-sensitive signal would lead to more signal, however, this was not observed. This might be partially explained by the fact that the first and second moment of the VS-labeling module have an opposite sign and will therefore not add constructively. Furthermore, because of the difference in gradient amplitude for VS-ASL compared with AccASL, the acceleration cutoff is higher, which could mean that the labeling is in a different region and probably further away from the capillaries. For both single VS-ASL and AccASL, it has been postulated that they would be more weighted toward CBV than CBF, since all blood above a certain velocity or acceleration is labeled. 7 To investigate this hypothesis, weighting toward aCBV was studied. By examining the intracranial and GM correlation coefficients of ASL with [ 15 O]H 2 O-derived aCBV. The highest intracranial correlations with PET aCBV were observed for pCASL and AccASL, closely followed by dual VS-ASL. Only the intracranial correlation coefficient of single VS-ASL with PET aCBV differed from the other sequences, being~20% lower than the traditional ASL methods. The GM correlations coefficients with PET aCBV of the SNS-ASL methods were lower than pCASL. The GM correlations with PET aCBV of dual VS-ASL showed the most resemblance to pCASL, followed by AccASL, and single VS-ASL again had the lowest correlation. However, all ASL methods showed lower correlation coefficients with PET aCBV than with PET CBF. aCBV maps mainly show besides a normal GM/WM contrast, large vessels and the signal is only arterial, whereas the single VS-ASL and AccASL are thought to create label closer to the tissue because of the relatively long PLD and the images also include a venous component. 7, 9 In summary, the present results show that single VS-ASL and AccASL have much lower weighting toward aCBV compared with pCASL. Unfortunately, these findings cannot answer the question whether those techniques are more weighted toward total CBV and this remains to be answered.
In the present study, the [ 15 O]H 2 O-derived aCBV were used only for comparison of the relative signal distributions and not for quantitative purposes. This approach was followed because of uncertainties in quantitative accuracy of aCBV as measured by [ 15 O]H 2 O PET. One problem is the potential confounding effect of dispersion in the arterial line. When the dispersion is not estimated correctly because of artefacts in the image reconstruction, aCBV will become less accurate and could especially show a global bias. 37 Visual inspection of the individual aCBV maps was performed to identify any clear errors, which were not observed. Positron emission tomography would be able to provide more accurate CBV measurements by means of [ 15 O]-labeled carbon monoxide (C 15 O). 34 The study protocol could have been improved by acquiring the PET and ASL scans on the same day or even at the same time, thereby minimizing the effects of the physiologic fluctuations in the perfusion. 38 Unfortunately, this was logistically impossible with the imaging centers at two different locations, since at the time of the study no combined PET/MRI system was available in either of the two centers. Nevertheless, it should be noted that it was verified that both pCASL and VS-ASL show similar variations over time, with changes in the order of 10% or less over a six-month period. 39 In future work, a comparison of the results from SNS-ASL methods with images that are (totally) CBV weighted should be made, to better understand in the weighting of the different ASL methods. Furthermore, the current recommended clinical application for SNS-ASL is in subjects with slow or collateral flow. Therefore, a comparison between conventional and SNS-ASL methods and [ 15 O]H 2 O or [ 15 O]CO PET in patients with largevessel disease could give more insight into the preferred perfusion measurement technique for such pathologies with delayed arrival times.
In conclusion, dual VS-ASL provides a similar quantitative CBF, and qualitatively all SNS-ASL methods provide similar CBF maps as compared with [ 15 O]H 2 O PET. From the SNS-ASL methods, AccASL was most similar to PET CBF, showing only a 2% lower intracranial correlation coefficient compared with pCASL. This opens up the possibility of exploring the clinical applications and validations of SNS-ASL with dual VS-ASL as a quantitative technique and AccASL for qualitative purposes.
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